
TEAR TO OPEN 

ECG Electrodes � 
Ag/ AgCI Pregelled Monitoring Electrodes � 
Z9526-93 Rev. E 

Cautions: 
• Do not use if gel is dry.
• Replacement of electrodes after each 24 hour period is 

suggested. Vary placement to minimize skin sensitivity. 
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